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IR 7383 Revisions since November 2006 Publication 
 
 
Revisions March 1, 2007 
 
SOP 14  
 
The reference temperature table from SOP 19 was added to SOP 14 for convenience. 
 
Errors were corrected in the calculations and rounding limitations were noted.  Significant 
variations were noted during spreadsheet validations due to rounding in various calculation 
options.  All calculations should be evaluated if results have been used in software validations. 
 
The Ms1 and Ms2 values for the mass of the standards used for the empty and filled weights in 
Option B were inconsistently used and have been corrected.   
 
The conversion of g to mL values in the uncertainty have been corrected. 
 


